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Attached is a public comment delivered in response to Federal Register Notice
volume 69, Number 212, Pages 64081-64082. It addresses Background Review
Document (BRD), “Current Status of In Vitro Methods for Identifying Ocular
Corrosives and Severe Irritants: the Bovine Opacity and Permeability (BCOP)
Test Method”, November 1, 2004.

| have also attached the evaluation of the BCOP assay that | wrote in 1996 and
referred to in my letter. My comments and several publication reprints have been
sent to Dr. Stokes by US mail.

John L. Ubels, Ph.D.

John L. Ubels, Ph.D.
Professor of Biology
Calvin College

3201 Burton St., SE
Grand Rapids, Ml 49546
USA



December 16, 2004

William Stokes, D.V.M.
Director, NICEATM
National Toxicology Program
PO Box 12233, MD EC-17
Research Triangle Park, NC

Dear Dr. Stokes:

This public comment is delivered in response to Federal Register Notice volume
69, Number 212, Pages 64081-64082. It addresses Background Review Document
(BRD), “Current Status of In Vitro Methods for Identifying Ocular Corrosives and
Severe Irritants: the Bovine Opacity and Permeability (BCOP) Test Method”,
November 1, 2004.

Since 1997 Mr. Philip Casterton (until recently at Alticor Corp. Ada, MI; formerly
Amway Corp.), my students at Calvin College and I have been working on a
project the goal of which is to evaluate and improve the BCOP assay. As a result
of this work we have made some suggestions for modification of the assay and
have developed a holder that does not damage the cornea. We have published 5
papers on our work and have made presentations at 9 national and international
meetings. These included invited presentations that I made at ARVO, as well as
the NIH conference on alternative toxicological methods in 2000 (see publication
4, reprint enclosed) and the workshop sponsored by the Institute for In Vitro
Science in June 2003, both of which you attended.

Our major contribution to research on the BCOP assay is the development of an
improved corneal holder for the assay that does not damage the edges of the
cornea and maintains the normal shape and curvature of the bovine cornea, as
compared to the standard holder currently used in the BCOP assay. The BDR
concerning the BCOP assay accurately summarizes our work that was published in
references 1, 2 and 3 below, but does so without comment. I am enclosing a reprint
of our most recent publication (5) in which we show that use of the improved
corneal holder for the BCOP assay yields lower and less variable permeability
values than the standard corneal holder.

My interest in the BCOP assay arose from my background as a corneal
physiologist with training in the laboratory of Henry Edelhauser, Ph.D., a member
of the ICCVAM expert panel charged with evaluating the BCOP assay. When I
first became familiar with the BCOP assay I was immediately concerned about the



degree of edge damage to the cornea caused by the corneal holders since corneal
physiologists are fastidious about avoiding all damage to corneas that are mounted for in
vitro measurements of parameters such as permeability, electrical activity, endothelial pump
function and hydration levels. In reviewing publications about the BCOP assay I was
surprised about the relative lack of attention to the corneal literature and the fact that
validation studies did not interpret the opacity and permeability data in terms of known
mechanisms affecting corneal transparency and barrier function. I evaluated the BCOP assay
in a report that was submitted to the International Life Sciences Institute (ILSI) in response to
an ILSI panel meeting on Alternatives to Animal Testing in which I participated on
September 29-30, 1996. A copy of that report is enclosed. This evaluation of the BCOP assay
led to our experimental work on the test.

In our first study of the BCOP assay (1) we used the standard holder and focused on
understanding the opacity measurement in terms of corneal hydration, but the morphologic
and histological work that was included in this study made us aware of the degree of corneal
damage caused by the corneal holders. In our second publication (2) we attempted to add
evaluation of the corneal endothelium to the BCOP assay, but the degree of damage to the
endothelium caused by simply mounting the corneal in the standard holder made our data
unreliable. We showed that clamping the large, oval-shaped 24 x 30 mm bovine cornea
between the flat surfaces of the holder and forcing it to “conform” to the circular 17 mm
diameter opening in the holders caused wrinkling of the cornea. Damage to the endothelium
corresponded directly to the wrinkles. Because of the essential role of the endothelium in
maintaining corneal transparency it was evident that a new corneal holder that does not
damage the corneal endothelium was needed if a valid BCOP assay was to be developed.

With assistance from Mr. Dennis Kool, an engineer at Alticor Corp., we have developed a
corneal holder that maintains the normal shape of the cornea, does not cause edge damage,
does not damage the endothelium, and yields significantly lower control permeability than
the standard holder (3-5). It is our opinion that the BCOP assay should be conducted using
this modified holder since reliable toxicological data can only be obtained from healthy
tissue. All biological experiments must be conducted under optimal conditions. Animal
studies are conducted using healthy animals. Cell culture (including toxicological methods,
such as the neutral red release assay) is conducted using uncontaminated cells grown in
optimal medium. In biochemical and molecular biology research all reagents must be of the
highest quality. In the same way, assays using isolated organs or tissues must be conducted
using undamaged specimens that are initially in optimal condition. This is not the case with
the BCOP assay as it is currently conducted since, as we have shown, the assay begins with a
severely damaged cornea that cannot be considered to be anatomically or physiologically
normal.

Because the BCOP assay as currently conducted does not meet accepted physiologic
standards for studies of isolated corneas I believe that it should not and cannot be validated as
alternative toxicological method. Using a flawed alternative method and attempting to
validate it with respect to the Draize test, which itself may be criticized on scientific grounds,
is not predictive of success in reaching our goal of developing a valid method for testing
ocular irritants. The holder currently used must be discarded, and a new data base must be



established using methods that do not damage the cornea independently of effects of test
materials. Consideration should also be given to using porcine corneas which may prove to
be a better model for the human cornea. More importantly, an optimized BCOP type method
should ideally be validated in a way that we may be confident that the data obtained are
predictive of human response to irritants.

I recommend that the expert panel consider ways in which funding can be obtained so that
adequate numbers of the holders that we have developed can be produced, permitting large
scale, multi-laboratory validation studies of a modified BCOP assay to be conducted. I would
be eager to work with you in meeting these goals.

Sincerely,

John L. Ubels, Ph.D.
Professor of Biology
Calvin College
Grand Rapids, MI

Adjunct Professor of Ophthalmology
Wayne State University School of Medicine
Detroit, MI
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The Bovine Cornea Opacity and Permeability Test

John L. Ubels, Ph.D.
Biology Department
Calvin College

October 14, 1996
Background

An in vitro test for the development of corneal opacity in response ocular irritants was first
proposed by Muir (1984). This test required the clamping of a bovine cornea between two
chambers filled with physiologic saline and measuring the transmittance of white light through the
cornea using the voltage output of a photocell. This was followed by exposure of the epithelial
surface of the cornea to a surfactant and subsequent measurement of light transmittance, with a
decrease in transmittance due to development of corneal opacity interpreted as a toxic effect of
the surfactant on the cornea.

Subsequent to the work of Muir this testing method was developed and refined by Gautheron et
al. (1992). They have described in detail the chambers for mounting the corneas, the opacimeter
for measuring light transmission and the experimental protocols for exposure of corneas to test
materials. This group also added the measurement of corneal permeability to the protocol. This
involves introduction of a sodium fluorescein solution into the epithelial side of the chamber and
measurement by absorbance at 490 nm of the amount fluorescein penetrating the cornea into the
endothelial compartment. This initial study showed that the toxicity of a large number of
compounds could be measured based on development of corneal opacity and increased
permeability and that a reasonable correlation existed with Draize data for these compounds.
Subsequent multilaboratory validation studies have led to significant acceptance of the "BCOP"
assay by industry (Gautheron et al. 1994; Sina 1994; Christian and Diener 1996). Recently,
Casterton et al (1996) have proposed a modification of the detection system for the BCOP assay
in which the corneal chambers are mounted in a spectrophotometer and the development of
opacity is detected by measuring absorbance at 570 nm.

Critique and Suggestions for Improvements

Among the many assays that have been proposed for in vitro ocular toxicity testing, the BCOP
assay has several strengths and advantages. It has high relevance to the intact eye given that it
utilizes a fresh, intact cornea, the tissue that is weighted most heavily in in vivo tests. The
response of the cornea to known irritants using this technique appears to be similar in many
cases to the in vivo response and, the limitations of the Draize notwithstanding, it appears to be
correlated with historical in vivo data. Finally, in the interests of reducing the use of laboratory
animals in toxicology and developing tests which may be considered to be more humane than in
vivo tests, the BCOP uses tissue that is inexpensive and readily available from slaughter houses.



The BCOP has a number weaknesses and technical improvements can be made so that the assay
is done under more physiologic conditions than those provided by the current protocol. While
the current method may be largely adequate for screening of compounds for possible corneal
damage or irritancy, it is important that the assay be optimized if it is to gain regulatory
acceptance. Isolated, perfused corneas have long been used in ophthalmic research to study
many aspect of corneal structure and function, including ion transport processes,
electrophysiology, maintenance of transparency, drug penetration and toxicity, and effects of
intraocular irrigating solutions. This research has resulted in a voluminous literature that
emphasizes the meticulous care that must be taken in preparing, mounting and providing
appropriate physiological conditions for the in vitro cornea in order to obtain reliable and relevant
data. Curiously, the reference lists of the articles on the BCOP assay that appear in the
toxicology literature show little evidence that the authors have drawn upon this database.
Following are a number of suggestions for improvements and modifications to the BCOP assay
that may potentially improve the quality of the data obtained, provide additional information
concerning effects of test substances on the cornea, and allow the test to stand alone without
reference to historical Draize data. This critique is based on a reading of the literature, direct
observation of the BCOP assay by the author in the laboratory of Philip Casterton at Amway
Corporation, and discussions with Dr. Henry Edelhauser at Emory University.

The Corneal Holder

The corneal holder as illustrated by Gautheron et al (1992) and Casterton et al (1996) clamps the
cornea between two Lucite half cells. Although a ring of sclera remains around the cornea, the
holder clamps directly onto the corneal tissue because the opening on the holder is only 1.7 cm
in diameter compared to the 3 cm diameter of the bovine cornea. This causes a significant amount
of "edge damage" to the cornea as evidenced by a 2-3 mm ring of edema and opacification that
develops around the edge of the cornea during 1-2 hr incubation under control conditions. This is
evidence of damage to the endothelial and epithelial cell layers. In the Gautheron opacitometer
this may have an effect on opacity readings. In the Casterton method absorbance is measured
through a small area in the center of the cornea so edge damage may not have a direct effect on
absorbance readings; however, edge damage to the epithelial layer could provide access for a test
substance to the stroma and endothelium of the cornea that might not otherwise be able to
penetrate the epithelial barrier, resulting in a false positive. Edge damage does not apparently
affect BCOP assay permeability measurements as the amount of fluorescein that penetrates the
cornea and reaches the 5 ml volume of the endothelial chamber is below the limits of detection
when fluorescein is measure by absorbance at 490 nm. The edge damage might, however, become
a significant factor if a fluorimeter is used for detection or if substances are tested that require
greater sensitivity.

It is therefore suggested that the corneal holder be redesigned so that the sclera is clamped with
no contact of the holder with the corneal surfaces. Such a holder for bovine corneas has been
diagramed by Andermann (1995) and by Johnson and Tschumper (1987) for human corneas.



Clamping on a circular ring of sclera will also eliminate that wrinkling that occurs when the
eliptical bovine cornea is clamped into the circular opening of the holder.

Physiologic Saline

The medium currently used in the BCOP assay is the cell culture medium, Minimum Essential
Medium (MEM), with 1% fetal bovine serum. While MEM will probably not have a
detrimental effect on the cornea, it is certainly not necessary to use a cell culture medium for this
assay and the FBS may definitely be eliminated. This will reduce the cost of the assay and
eliminate the foaming that occurs during medium changes due to the presence of protein. A great
deal of ophthalmic research has been directed towards determining the optimum medium for
maintenance of a normally functioning cornea. The ultimate goal of this work was to develop the
best solution for irrigating the anterior chamber of the eye and the corneal endothelium during
extended periods of intraocular surgery. This resulted in the development of a balanced salt
solution with glutathione, glucose and bicarbonate as described McCarey et al (1973) and
Edelhauser et al. (1975, 1978). This solution, which would provide optimal conditions for the
BCOP assay, may be prepared in the laboratory or purchased commercially as BSS PLUS®
(Alcon Laboratories, Inc., Fort Worth ,TX).

A second concern about the BCOP protocol is that the solution is static in the chambers of the
corneal holder during the assay. This will lead to lack of oxygen, a drop in pH and build up of
metabolites. It is standard practice in corneal research to perfuse the chambers of the corneal
apparatus with fresh oxygenated medium, equilibrated with 5% CO,. The existing corneal
holders for the BCOP assay could easily be modified to allow such perfusion.

Finally, the permeability protocol of BCOP assay requires that a 0.4% sodium fluorescein be
applied to the epithelial surface in Dulbecco's phosphate buffered saline (PBS). The rationale for
the change from MEM to a solution containing only sodium, chloride and phosphate ions is
unclear. The glaring omission here is the lack of calcium ions in PBS which are required for
maintenance of tight junctions between epithelial cells. Bathing the epithelium in PBS could
therefore increase the permeability the epithelium to fluorescein leading to high permeability
readings. The same solution must be used throughout the study.

Temperature

The BCOP protocol calls for incubation of the corneas at 32°C for a 1 hr equilibration period.
This is accomplished by immersing the corneal holders in a water bath. This temperature is not
maintained during the test material exposure period, which according to various reports lasts
between 10 and 60 minutes and most often is conducted at room temperature (Gautheron et al
1992, 1994; Sina 1994; Casterton et al, 1996). The cornea is then returned to the water bath for 2
hr before opacity is measured. The 1.5 hr exposure to fluorescein, on the other hand, is
conducted at 32°C. The temperature of the cornea therefore fluctuates during the experiment.



Dikstein and Maurice established in 1972 that maintenance of corneal transparency is an active,
metabolic process that is temperature sensitive. During the BCOP assay it is essential that the
temperature be maintained at physiologic levels (32-35°C) throughout the study so that changes
in corneal hydration and transparency do not occur that are unrelated to effects of a test material.
Water jacketed corneal holders or a means of suspending the holders in a water bath while
maintaining access to the epithelial chambers should be designed. The Casterton chambers with
removable end windows would lend themselves well to the latter modification.

What Does Corneal Opacity Mean?

The BCOP assay classifies materials as non-, mild, moderate or severe irritants based on the
development and degree of corneal opacity but does not differentiate compounds on the basis of
the mechanism by which the loss of transparency is induced. A corrosive material, such as a
strong base, will denature and coagulate protein leading to irreversible corneal opacity. A loss of
transparency may also be due to corneal edema. This increase in hydration may be due to loss of
the epithelial or endothelial barrier function or inhibition of cellular transport processes. The
BCOP assay does not address this issue. Casterton et al state, "It is reasoned that when
attempting to classify eye irritation potential into three broad categories (mild, moderate, severe),
it matters more that the measured damage actually happened rather than why it happened". If
the BCOP assay is to be a useful replacement for animal testing and stand alone without regards
to historical data, the "why" question must be answered. This is required to give the test
predictive value since recovery may be possible if loss of transparency is due to edema. The
ability to recover from corneal edema is, however, dependent on the cause of the edema. The
BCOP currently does not answer such questions but certain modifications and additions to the
protocol can be made to address these issues.

This issue has relevance to the evaluation of Casterton's proposed use of measurement of
absorbance at 570 nm. This method has the advantage of being well defined, precise and
reproducible. It is not clear from the publication (Casterton et al. 1996) whether the absorbance
at 570 nm is unique or whether light scatter and opacity can vary depending on the wave length
used. It is also conceivable that the cornea could absorb light at 570 nm differently depending on
whether the opacity is caused by edema or chemical damage to proteins. This matter deserves
further investigation for validation of the spectrophotometric BCOP assay.

It is also possible that a clinically significant degree of edema might not be detected by an
opacimeter or by absorbance. To answer this question and to determine whether opacity is
caused by edema or corrosive damage (or some combination of processes) is suggested that direct
measurements of corneal thickness and hydration be added to the BCOP assay. Using the
Casterton chambers with removable end windows corneal thickness could easily be monitored
throughout the experimental period using an ultrasonic pachymeter. At the end of the experiment
corneal hydration should be determined by measuring wet and dry weights of 8 mm corneal
punches. This value would be compared to the hydration of paired control corneas and untreated
fresh corneas. Normal corneal hydration should be about 78%.



Finally various histologic methods can be used to evaluate corneas at the end of the BCOP assay.
An especially useful method for analysis of unfixed tissue is alizarin red staining of the corneal
endothelium (Means et al. 1995) This will allow immediate determination of whether an increase
in corneal hydration is due to loss of endothelial cells.

Conclusion

The above discussion of the BCOP assay may be considered to be a physiologist's view of an
ideal toxicologic method. The suggested measures may seem extreme to the toxicologist who is
primarily interested in screening compounds rather than gaining an in depth understanding
mechanisms of irritative responses. For the BCOP assay to gain acceptance by the broader
scientific community it is essential that attention be paid to detail as outlined in this review.
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